
You’ll need a pair of plastic gloves, mild 
non-abrasive detergent, a sponge and a 
scraper with rubber edge.

Rinse the surface with lukewarm water.

Rinse the detergent off.

Remove the SiC Foil without touching the 
surface of the MD-Gekko with your fingers.

Make the sponge wet and apply the 
detergent.

Wipe of the water with the scraper.

Don’t wipe the surface off with a cloth or 
paper.

Wash the surface until it’s clean.

Apply a SiC Foil.

MD-Gekko cleaning process

MD-Gekko is a metal disc with a high friction surface. It enables the use of SiCFoil and self adhesive grinding paper 
or polishing cloths with Struers’ MD-Disc. The high friction surface allows for easy placement and easy removal. 
To prolong the lifetime of the MD-Gekko and to maintain the high friction qualities, it is important that the surface is 
cleaned frequently. 


